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INTRODUCTION
In the last decade, the increased use of miniaturized devices for biosensing is mainly due to the dual advantage of microsystems: adsorption test requires a smaller amount of bio sample immobilized in a fluidic microchannel than in traditional systems, and it allows the implementation of fast and cheap analytical methods. To enhance sensitivity detection on polymer microchannel, various strategies have been used to modify the polymer substrate surface properties via micro or nanostructuration. The two classical approaches are bottom-up or top-down to nanotechnology [1] , [2] , [3] . Indeed development of chemically modified polymer materials results in modified physical properties following electromechanical [4] , [5] , optical [6] , [7] or electrical [8] external excitation. Thus the control of the surface properties of the polymer is the key parameter for development of many applications in MEMS or microfluidic domains.
Laser excimer photoablation is one of the top-down microfabrication approaches leading to microsized or nanosized structures on polymer surface. Polyethylene Terephthalate (PET) [9] , [10] , [11] , Polyimide (PI) [12] , and Polycarbonate (PC) [6] are the most used substrates into which laser photoablation generates well-defined microcavities depending to the mask geometry located between the excimer laser photon and the polymer sheet. It was observed that laser induces an increased roughness of the polymer surface and generates new functional groups on its surface [12] . This may open a new way to a bottom-up approach of setting specific and ordered biomolecules to create new functional centers on a polymer substrate [11] .
Among the various new or adapted transductions developed for microchip, dielectric impedance spectroscopy through thin polymer layer comprised between two microelectrodes is a powerful technique for detection due to the absence of direct contact between the microelectrodes and the flow microchannel [13] , [14] . The thin polymer layer comprises between the two planar microelectrodes and the microchannel can be viewed as dielectric component for which the physical properties can be measured as the response to an external electrical excitation. In previous papers, it has been demonstrated how to distinguish the impedance contribution of the surrounding polymer to the flow microchannel impedance response [15] , [16] . In this paper, we demonstrate the possibility to probe the interfacial dielectric impedance change for monitoring protein adsorption through electrostatic interactions with the ionisable groups on the photoablated polymer in microchip. This is illustrated with a procedure to analyze the dielectric impedance spectroscopy of the device when the bovine serum albumine (BSA) interacts by adsorption onto the PET photoablated surface. Indeed, the interfacial impedance changes during the BSA adsorption can be monitored with accuracy and sensitivity.
Materials and methods

Chemicals
1×10
-2 M NaCl was used as background electrolyte (BGE) solution where the checked pH was at 9 using NaOH and HCl solutions. 1×10 -3 M NaOH (from Sigma-Aldrich) was used as washing solution in a regenerating step. Bovine serum albumine (BSA, 96%) was purchased from VWR International. BSA has a molecular mass of 66.43 kDa and contains 610 amino acids with a value of 4.9 as isoelectric point (pI). This protein was selected due to its capacity to adsorb on bare polymer surfaces. The diluted BSA samples were obtained after dilution in the BGE solution.
2 Apparatus
Measurements were performed in alternative mode at 100 mV ac with a frequency range between 1 MHz and 100 Hz. The DC potential between the two microelectrodes was set to zero (= 0 V DC ). The impedance response of the microdevice is recorded by Solartron FRA 1255 B (Frequency Response Analyser) coupled to Dielectric Interface 1296 which extends the range of the frequencies between 10µHz to 10 MHz. The current registered range is extended from 6 mA to 100 fA, which allows to measure a higher impedance (100 Ω à 100 T Ω). The experimental data are collected by SMaRT software.
Microchannel Networks
Measurements were carried out through a trapezoidal cross-section shaped (45 µm depth, 100 µm width and 1.4 cm length) Polyethylene Terephthalate (PET) photoablated microchannel.
The detection was achieved using hydride carbon ink/gold nanoparticules electrodes, thermally laminated by a 35 µm thick layer polyethylene/ polyethylene terephthalate (PE/PET) at 135°C and a 2 bar pressure. The role of the gold nanoparticles was to increase the conductivity of the carbon microelectrodes which leads to no resistance at the PET / microelectrode interface. The separation distance between both microelectrodes was 120 µm edge to edge. The separation distance in the PET band between the two planar microelectrodes and the main microchannel was equal to 5 µm and the detection surface area per microelectrode was 88 x 100 µm 2 ( Fig.1A ).
-Figure 1-
Dielectric Impedance Spectroscopy
As displayed in Fig. 1B the global experimental impedance, Z G,exp (ω), measured through the non contact microchip device contains two contributions. Indeed, it can be viewed as a parallel association between the current streamlines passing through the two microelectrodes separated by the 120 µm-PET dielectric layer and by the 5 µm-PET dielectric layer with isolated electrodes from the microchannel [14] , [15] . When the microchannel is empty the measured impedance corresponds only to Z 2,exp (ω). As a consequence, the admittance ( ) as the square root of the smooth surface impedance. As expected, the CPE exponent, α int , was found equal to 0.5. At this stage this result is sufficient to relate it with the impedance of a microstructured surface generated by laser photoablation process. [15] , [16] . Assuming that both microelectrodes were identical, 1,PET Z and int Z contribute twice to the overall impedance.
Then, the impedance for the solution microchannel was represented in equation 5 by taking into account the parallel association of the microchannel resistance, R S , and the cell capacitance, C S , which corresponds to the geometrical capacitance.
( )
with:
3. Results and discussions
Procedure for adsorption monitoring on PET
The experiments were performed in filled microchannel using BSA solution diluted in the BGE solution. The real-time monitoring of the impedance modulus change displayed in In our case at pH 9, functional groups such as Carboxylate or phenolate can serve for enhance electrostatic BSA adsorption on PET. As observed on sensorgram the process in such condition was reversible (BSA desorption). The solutions were loaded into the microchannel using a high precise micropump with a flow rate equal to F v = 7.2 µL min -1 . Taking into account the microchannel dimensions, the Reynolds number can be estimated as:
is defined as the microchannel flow rate in m s -1 through the trapezoidal cross area, S C (4.05×10 -9 m 2 ), ν the kinematics viscosity of water (10 -6 m 2 .s -1 ), and h is the microchannel height equals to 45 µm (see Figure 1A) .
The calculated value of Re was found equal to 1.35, which corresponds to a laminar flow regime. The microchannel was first loaded with the BGE solution over 360 s (step 1, Figure   2 Figure 2 ). The fourth step consisted in the PET surface regeneration by introducing 10 -3 M NaOH over a 40 minutes period. This last step allowed the reference state to be recovered. A third introduction of the BGE solution (step 5, Figure 2) shows that the value of the impedance modulus corresponds to the former value measured during the first step. The use of sodium hydroxide solution for regenerating PET surface is commonly used in several procedures to effectively remove any trace of adsorbed protein on materials [17] , [18] . Due to the BSA high hydrophobicity, the regeneration step is clearly helpful and permits to break interactions between BSA and the PET ionisable groups [18] on photoablated PET. This opens the way of a multi usable chip for several run experiments.
-Figure 2 -
Procedure for extracting dielectric parameter in microchannel
The BSA adsorption/ desorption process, the washing procedure and the regenerating steps have been controlled by analyzing the PET surface by dielectric impedance spectroscopy.
Each of these steps is illustrated by an impedance diagram in Nyquist representation displayed in Figure 3 that was recorded at stop flow in 1 MHz to 100 Hz frequency range. The experimental procedure was carried out from 66.4 ng L -1 to 66.4 µg L -1 BSA concentrations.
It is important to stress that all the experimental impedance measurements Z G,exp data between 1MHz to 100 Hz were corrected from the dielectric impedance of the cell (measured when the microchannel is empty), and the data analysis were performed on the impedance Z 1 .
-Figure 3 -
The parameters summarized in Table 1 were obtained after fitting procedure of the Nyquist diagrams using the electrical equivalent circuit ( Figure 1B) for each stop point i.e. at t = 100 s, t = 700 s, t = 1500 s and t = 17400 s. It can be observed from 1 MHz to 1 kHz that no significant change is observed on the Nyquist diagrams. Conversely, slight variations on the low-frequency capacitive branches were recorded from 1 kHz to 100 Hz that were ascribed to BSA adsorption or desorption according to the step involved. On step 2, an increase for the CPE element, Q int , was observed in the presence of 66.4 ng L -1 . As shown in Table 1 , the initial value of Q int during the first step was not recovered after the second introduction the BGE solution (step 3). This indicates that the PET microchannel contains few BSA molecules adsorbed on its surface and that the desorption stage has not been completely effective.
However, it is important to highlight that the obtained Nyquist diagrams are superimposable for the steps 1 and 5 with the BGE solution. In other words, this indicates that the regeneration procedure using 10 -3 M NaOH is effective and mandatory.
-Table 1 -
The Nyquist impedance measurements were performed during the step 2, at a quasi-steady state for various BSA concentrations loaded in PET microchannel, as shown in Figure 4A -E. The parameters obtained are, as expected, in accordance with the model because the assumed independent variables such as Q 1, PET , α 1,PET , C S and α int were found identical to those published previously [15] . For a best fitting procedure these latter are imputed as fixed parameters while the microchannel resistance, R S , and the interfacial capacitance, Q int , were considered as variables. When BSA concentration varies from 0 to 6.64 µg L -1 , R S decreases by 30% while Q int increases by 150%.
-Table 2 -
As we obtained for ultralow BSA concentration in the microchannel, the obtained resistance change is negligible. We can assume a low R S variation because the bulk effect is predominant. Conversely, when the BSA concentration increases, the surface effect becomes non negligible (Q int increases). An equilibrium state is then reached between BSA in solution and BSA adsorbed on PET. This can explain why the value of R S decreases while Q int increases concomitantly.
These results highlight the effect of protein adsorption on microchannel resistance. Indeed, the measured microchannel resistance combines the effects of the volume resistance and the resistance at the vicinity of PET surface due to the excess of surface charges induced by the adsorbed BSA and excess of the counterions concentration. As a consequence, it is obvious that the electrical conductivity should not be treated as constant independent along the microchannel height.
Conclusion
These results demonstrate the ability of dielectric impedance spectroscopy in a non-contact microdevice for detecting ultralow amounts of protein adsorbed on insulated polymer. Thus, Figure 1 .
The values of the resulting χ 2 statistic were obtained with errors of fitted values, σ = 0.01, for frequency ranging from 1 MHz to 100 Hz. Tables   Table 1 Step 
